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(ii) Compliance with mechanical test-
ing standards;

(iii) Compliance with biocompat-
ibility standards; and

(iv) Labeling that contains these two
statements in addition to other appro-
priate labeling information:

“Warning: The safety and effectiveness of
pedicle screw spinal systems have been es-
tablished only for spinal conditions with sig-
nificant mechanical instability or deformity
requiring fusion with instrumentation.
These conditions are significant mechanical
instability or deformity of the thoracic, lum-
bar, and sacral spine secondary to severe
spondylolisthesis (grades 3 and 4) of the L5-
S1 vertebra, degenerative spondylolisthesis
with objective evidence of neurologic impair-
ment, fracture, dislocation, scoliosis, kypho-
sis, spinal tumor, and failed previous fusion
(pseudarthrosis). The safety and effective-
ness of these devices for any other conditions
are unknown.”

‘“Precaution: The implantation of pedicle
screw spinal systems should be performed
only by experienced spinal surgeons with
specific training in the use of this pedicle
screw spinal system because this is a tech-
nically demanding procedure presenting a
risk of serious injury to the patient.”’

(2) Class III (premarket approval),
when intended to provide immobiliza-
tion and stabilization of spinal seg-
ments in the thoracic, lumbar, and sac-
ral spine as an adjunct to fusion in the
treatment of degenerative disc disease
and spondylolisthesis other than either
severe spondylolisthesis (grades 3 and
4) at L5-S1 or degenerative
spondylolisthesis with objective evi-
dence of neurologic impairment.

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval for the devices de-
scribed in paragraph (b)(2) of this sec-
tion. See §888.3.

[66 FR 28053, May 22, 2001]

§888.3080 Intervertebral body fusion
device.

(a) Identification. An intervertebral
body fusion device is an implanted sin-
gle or multiple component spinal de-
vice made from a variety of materials,
including titanium and polymers. The
device is inserted into the
intervertebral body space of the cer-
vical or lumbosacral spine, and is in-
tended for intervertebral body fusion.

§888.3110

(b) Classification. (1) Class II (special
controls) for intervertebral body fusion
devices that contain bone grafting ma-
terial. The special control is the FDA
guidance document entitled ‘‘Class II
Special Controls Guidance Document:
Intervertebral Body Fusion Device.”
See §888.1(e) for the availability of this
guidance document.

(2) Class III (premarket approval) for
intervertebral body fusion devices that
include any therapeutic biologic (e.g.,
bone morphogenic protein).
Intervertebral body fusion devices that
contain any therapeutic biologic re-
quire premarket approval.

(c) Date premarket approval application
(PMA) or notice of product development
protocol (PDP) is required. Devices de-
scribed in paragraph (b)(2) of this sec-
tion shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[72 FR 32172, June 12, 2007]

§888.3100 Ankle joint metal/composite
semi-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/composite semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits translation and
rotation: in one or more planes via the
geometry of its articulating surfaces.
It has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a talar resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a tibial resurfacing component fab-
ricated from ultra-high molecular
weight polyethylene with carbon fibers
composite, and is limited to those pros-
theses intended for use with bone ce-
ment (§888.3027).

(b) Classification. Class II.

§888.3110 Ankle joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/polymer semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits translation and
rotation in one or more planes via the
geometry of its articulating surfaces
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